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Project Name

Niagara Region Wind Farm Project - 3rd Acoustic Immission Audit

Figure Title

M0085 - Monitor and Receptor Location Details Figure A.02
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Monitoring Equipment Details  
 

Table B.01: Monitoring Equipment Details 

Audit 
Receptor 

Equipment Make/Model Serial Number Date of Last 
Calibration 

O0085 

Sound Level Meter NI 9234 1C009CC August 21, 2020 
Microphone PCB 377B02 166229 August 4, 2020 
Pre-amplifier PCB 426E01 044002 August 4, 2020

Signal Conditioner PCB 480E09 34423 May 6, 2020 
Weather Station Vaisala WXT520 R3250319 August 9, 2019
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